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Case Narrative
Client: Eagle Environmental, Inc TestAmerica Job ID: 360-40644-1

Project/Site: PCB Sampling

Job ID: 360-40644-1

Laboratory: TestAmerica Westfield

Narrative

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no 

problems were encountered or anomalies observed.  In addition all laboratory quality control samples were within established control 

limits, with any exceptions noted below.  Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of 

the method.  In some cases, due to interference or analytes present at high concentrations, samples were diluted.  For diluted samples, 

the reporting limits are adjusted relative to the dilution required.

Calculations are performed before rounding to avoid round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the 

individual sections below.

Receipt 

The samples were received on 5/18/2012 1:05 PM; the samples arrived in good condition, properly preserved and, where required, on ice.  

The temperature of the cooler at receipt was 4.2º C.

GC Semi VOA 

Method 8082A: Surrogate recovery for the following sample was high for DCB Decachlorobiphenyl on the primary column, but passed on 

the secondary column: 5-17-PCB-11-CAULK AT PARAPET CAP (360-40644-5).

Surrogate recovery for the following sample was high for DCB Decachlorobiphenyl on the secondary column, but passed on the primary 

column: 5-17-PCB-12-CAULK AT PARAPET CAP (360-40644-6).

The %RPD of the laboratory control sample (LCS) and laboratory control sample duplicate (LCSD) for preparation batch 91138 failed for 

PCB-1016 on the primary column and PCB-1260 on the secondary column. 

The opening and closing continuing calibration verification (CCV) for analytical batch 91144 recovered high for DCB Decachlorobiphenyl 

on both columns. 

 

The laboratory control sample duplicate (LCSD) for batch 91144 exceeded control limits (high) for PCB-1260 on the primary column, but 

passed on the secondary column. 

No other analytical or quality issues were noted.

Moisture 

For all solid samples, the laboratory assumes 100% solids. 
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Detection Summary
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Client Sample ID: 5-17-PCB-04-STEEL LINTEL-1ST FL. Lab Sample ID: 360-40644-1

 No Detections

Client Sample ID: 5-17-PCB-05-STEEL LINTEL-1ST FL. Lab Sample ID: 360-40644-2

 No Detections

Client Sample ID: 5-17-PCB-06-STEEL LINTEL-4TH FL. Lab Sample ID: 360-40644-3

 No Detections

Client Sample ID: 5-17-PCB-07-STEEL LINTEL-4TH FL. Lab Sample ID: 360-40644-4

 No Detections

Client Sample ID: 5-17-PCB-11-CAULK AT PARAPET CAP Lab Sample ID: 360-40644-5

☼PCB-1254

RL

790 ug/Kg

MDLAnalyte Result Qualifier Unit Dil Fac D Method Prep Type

8082A Total/NA15300

☼PCB-1260 790 ug/Kg Total/NA8082A15000 *

Client Sample ID: 5-17-PCB-12-CAULK AT PARAPET CAP Lab Sample ID: 360-40644-6

☼PCB-1254

RL

720 ug/Kg

MDLAnalyte Result Qualifier Unit Dil Fac D Method Prep Type

8082A Total/NA18200

☼PCB-1260 720 ug/Kg Total/NA8082A113000 *

Client Sample ID: 5-17-PCB-13-CAULK AT PARAPET WALL Lab Sample ID: 360-40644-7

☼PCB-1254

RL

750 ug/Kg

MDLAnalyte Result Qualifier Unit Dil Fac D Method Prep Type

8082A Total/NA13200

☼PCB-1260 750 ug/Kg Total/NA8082A16300
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Method Summary
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Method Method Description LaboratoryProtocol

SW8468082A Polychlorinated Biphenyls (PCBs) by Gas Chromatography TAL WFD

EPAMoisture Percent Moisture TAL WFD

Protocol References:

EPA = US Environmental Protection Agency

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:

TAL WFD = TestAmerica Westfield, Westfield Executive Park, 53 Southampton Road, Westfield, MA 01085, TEL (413)572-4000
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Sample Summary
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

360-40644-1 5-17-PCB-04-STEEL LINTEL-1ST FL. Wipe 05/17/12 09:15 05/18/12 13:05

360-40644-2 5-17-PCB-05-STEEL LINTEL-1ST FL. Wipe 05/17/12 09:40 05/18/12 13:05

360-40644-3 5-17-PCB-06-STEEL LINTEL-4TH FL. Wipe 05/17/12 10:00 05/18/12 13:05

360-40644-4 5-17-PCB-07-STEEL LINTEL-4TH FL. Wipe 05/17/12 10:30 05/18/12 13:05

360-40644-5 5-17-PCB-11-CAULK AT PARAPET CAP Solid 05/17/12 10:50 05/18/12 13:05

360-40644-6 5-17-PCB-12-CAULK AT PARAPET CAP Solid 05/17/12 10:55 05/18/12 13:05

360-40644-7 5-17-PCB-13-CAULK AT PARAPET WALL Solid 05/17/12 11:00 05/18/12 13:05
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Client Sample Results
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Lab Sample ID: 360-40644-1Client Sample ID: 5-17-PCB-04-STEEL LINTEL-1ST FL.

Matrix: WipeDate Collected: 05/17/12 09:15

Date Received: 05/18/12 13:05
RL MDL

PCB-1016 ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:36 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:36 1PCB-1221 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:36 1PCB-1232 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:36 1PCB-1242 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:36 1PCB-1248 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:36 1PCB-1254 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:36 1PCB-1260 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:36 1PCB-1262 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:36 1PCB-1268 ND

DCB Decachlorobiphenyl 91 30 - 150 05/22/12 14:00 05/23/12 15:36 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

DCB Decachlorobiphenyl 93 05/22/12 14:00 05/23/12 15:36 130 - 150

Tetrachloro-m-xylene 98 05/22/12 14:00 05/23/12 15:36 130 - 150

Tetrachloro-m-xylene 100 05/22/12 14:00 05/23/12 15:36 130 - 150

Lab Sample ID: 360-40644-2Client Sample ID: 5-17-PCB-05-STEEL LINTEL-1ST FL.

Matrix: WipeDate Collected: 05/17/12 09:40

Date Received: 05/18/12 13:05
RL MDL

PCB-1016 ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:58 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:58 1PCB-1221 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:58 1PCB-1232 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:58 1PCB-1242 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:58 1PCB-1248 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:58 1PCB-1254 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:58 1PCB-1260 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:58 1PCB-1262 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 15:58 1PCB-1268 ND

DCB Decachlorobiphenyl 73 30 - 150 05/22/12 14:00 05/23/12 15:58 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

DCB Decachlorobiphenyl 76 05/22/12 14:00 05/23/12 15:58 130 - 150

Tetrachloro-m-xylene 83 05/22/12 14:00 05/23/12 15:58 130 - 150

Tetrachloro-m-xylene 81 05/22/12 14:00 05/23/12 15:58 130 - 150

Lab Sample ID: 360-40644-3Client Sample ID: 5-17-PCB-06-STEEL LINTEL-4TH FL.

Matrix: WipeDate Collected: 05/17/12 10:00

Date Received: 05/18/12 13:05
RL MDL

PCB-1016 ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:20 1PCB-1221 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:20 1PCB-1232 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:20 1PCB-1242 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:20 1PCB-1248 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:20 1PCB-1254 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:20 1PCB-1260 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:20 1PCB-1262 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:20 1PCB-1268 ND

DCB Decachlorobiphenyl 90 30 - 150 05/22/12 14:00 05/23/12 16:20 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

TestAmerica Westfield
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Client Sample Results
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography (Continued)

Lab Sample ID: 360-40644-3Client Sample ID: 5-17-PCB-06-STEEL LINTEL-4TH FL.

Matrix: WipeDate Collected: 05/17/12 10:00

Date Received: 05/18/12 13:05

DCB Decachlorobiphenyl 93 30 - 150 05/22/12 14:00 05/23/12 16:20 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Tetrachloro-m-xylene 103 05/22/12 14:00 05/23/12 16:20 130 - 150

Tetrachloro-m-xylene 103 05/22/12 14:00 05/23/12 16:20 130 - 150

Lab Sample ID: 360-40644-4Client Sample ID: 5-17-PCB-07-STEEL LINTEL-4TH FL.

Matrix: WipeDate Collected: 05/17/12 10:30

Date Received: 05/18/12 13:05
RL MDL

PCB-1016 ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:42 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:42 1PCB-1221 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:42 1PCB-1232 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:42 1PCB-1242 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:42 1PCB-1248 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:42 1PCB-1254 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:42 1PCB-1260 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:42 1PCB-1262 ND

1.0 ug/Wipe 05/22/12 14:00 05/23/12 16:42 1PCB-1268 ND

DCB Decachlorobiphenyl 91 30 - 150 05/22/12 14:00 05/23/12 16:42 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

DCB Decachlorobiphenyl 89 05/22/12 14:00 05/23/12 16:42 130 - 150

Tetrachloro-m-xylene 100 05/22/12 14:00 05/23/12 16:42 130 - 150

Tetrachloro-m-xylene 95 05/22/12 14:00 05/23/12 16:42 130 - 150

Lab Sample ID: 360-40644-5Client Sample ID: 5-17-PCB-11-CAULK AT PARAPET CAP

Matrix: SolidDate Collected: 05/17/12 10:50

Percent Solids: 100.0Date Received: 05/18/12 13:05
RL MDL

PCB-1016 ND * 790 ug/Kg ☼ 05/22/12 14:00 05/23/12 22:14 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

790 ug/Kg 05/22/12 14:00 05/23/12 22:14 1☼PCB-1221 ND

790 ug/Kg 05/22/12 14:00 05/23/12 22:14 1☼PCB-1232 ND

790 ug/Kg 05/22/12 14:00 05/23/12 22:14 1☼PCB-1242 ND

790 ug/Kg 05/22/12 14:00 05/23/12 22:14 1☼PCB-1248 ND

790 ug/Kg 05/22/12 14:00 05/23/12 22:14 1☼PCB-1254 5300

790 ug/Kg 05/22/12 14:00 05/23/12 22:14 1☼PCB-1260 5000 *

790 ug/Kg 05/22/12 14:00 05/23/12 22:14 1☼PCB-1262 ND

790 ug/Kg 05/22/12 14:00 05/23/12 22:14 1☼PCB-1268 ND

DCB Decachlorobiphenyl 158 X 30 - 150 05/22/12 14:00 05/23/12 22:14 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

DCB Decachlorobiphenyl 147 05/22/12 14:00 05/23/12 22:14 130 - 150

Tetrachloro-m-xylene 94 05/22/12 14:00 05/23/12 22:14 130 - 150

Tetrachloro-m-xylene 109 05/22/12 14:00 05/23/12 22:14 130 - 150

Lab Sample ID: 360-40644-6Client Sample ID: 5-17-PCB-12-CAULK AT PARAPET CAP

Matrix: SolidDate Collected: 05/17/12 10:55

Percent Solids: 100.0Date Received: 05/18/12 13:05
RL MDL

PCB-1016 ND * 720 ug/Kg ☼ 05/22/12 14:00 05/23/12 22:35 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

720 ug/Kg 05/22/12 14:00 05/23/12 22:35 1☼PCB-1221 ND

720 ug/Kg 05/22/12 14:00 05/23/12 22:35 1☼PCB-1232 ND

720 ug/Kg 05/22/12 14:00 05/23/12 22:35 1☼PCB-1242 ND
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Client Sample Results
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography (Continued)

Lab Sample ID: 360-40644-6Client Sample ID: 5-17-PCB-12-CAULK AT PARAPET CAP

Matrix: SolidDate Collected: 05/17/12 10:55

Percent Solids: 100.0Date Received: 05/18/12 13:05
RL MDL

PCB-1248 ND 720 ug/Kg ☼ 05/22/12 14:00 05/23/12 22:35 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

720 ug/Kg 05/22/12 14:00 05/23/12 22:35 1☼PCB-1254 8200

720 ug/Kg 05/22/12 14:00 05/23/12 22:35 1☼PCB-1260 13000 *

720 ug/Kg 05/22/12 14:00 05/23/12 22:35 1☼PCB-1262 ND

720 ug/Kg 05/22/12 14:00 05/23/12 22:35 1☼PCB-1268 ND

DCB Decachlorobiphenyl 141 30 - 150 05/22/12 14:00 05/23/12 22:35 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

DCB Decachlorobiphenyl 152 X 05/22/12 14:00 05/23/12 22:35 130 - 150

Tetrachloro-m-xylene 88 05/22/12 14:00 05/23/12 22:35 130 - 150

Tetrachloro-m-xylene 98 05/22/12 14:00 05/23/12 22:35 130 - 150

Lab Sample ID: 360-40644-7Client Sample ID: 5-17-PCB-13-CAULK AT PARAPET WALL

Matrix: SolidDate Collected: 05/17/12 11:00

Percent Solids: 100.0Date Received: 05/18/12 13:05
RL MDL

PCB-1016 ND 750 ug/Kg ☼ 05/22/12 14:00 05/23/12 18:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

750 ug/Kg 05/22/12 14:00 05/23/12 18:09 1☼PCB-1221 ND

750 ug/Kg 05/22/12 14:00 05/23/12 18:09 1☼PCB-1232 ND

750 ug/Kg 05/22/12 14:00 05/23/12 18:09 1☼PCB-1242 ND

750 ug/Kg 05/22/12 14:00 05/23/12 18:09 1☼PCB-1248 ND

750 ug/Kg 05/22/12 14:00 05/23/12 18:09 1☼PCB-1254 3200

750 ug/Kg 05/22/12 14:00 05/23/12 18:09 1☼PCB-1260 6300

750 ug/Kg 05/22/12 14:00 05/23/12 18:09 1☼PCB-1262 ND

750 ug/Kg 05/22/12 14:00 05/23/12 18:09 1☼PCB-1268 ND

DCB Decachlorobiphenyl 123 30 - 150 05/22/12 14:00 05/23/12 18:09 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

DCB Decachlorobiphenyl 134 05/22/12 14:00 05/23/12 18:09 130 - 150

Tetrachloro-m-xylene 136 05/22/12 14:00 05/23/12 18:09 130 - 150

Tetrachloro-m-xylene 130 05/22/12 14:00 05/23/12 18:09 130 - 150
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Client Sample Results
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

General Chemistry

Lab Sample ID: 360-40644-5Client Sample ID: 5-17-PCB-11-CAULK AT PARAPET CAP

Matrix: SolidDate Collected: 05/17/12 10:50

Date Received: 05/18/12 13:05
RL RL

Percent Moisture 0.00 1.0 % 05/21/12 11:38 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 % 05/21/12 11:38 1Percent Solids 100

Lab Sample ID: 360-40644-6Client Sample ID: 5-17-PCB-12-CAULK AT PARAPET CAP

Matrix: SolidDate Collected: 05/17/12 10:55

Date Received: 05/18/12 13:05
RL RL

Percent Moisture 0.00 1.0 % 05/21/12 11:38 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 % 05/21/12 11:38 1Percent Solids 100

Lab Sample ID: 360-40644-7Client Sample ID: 5-17-PCB-13-CAULK AT PARAPET WALL

Matrix: SolidDate Collected: 05/17/12 11:00

Date Received: 05/18/12 13:05
RL RL

Percent Moisture 0.00 1.0 % 05/21/12 11:38 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 % 05/21/12 11:38 1Percent Solids 100
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Definitions/Glossary
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Qualifiers

GC Semi VOA

Qualifier Description

X Surrogate is outside control limits

Qualifier

* RPD of the LCS and LCSD exceeds the control limits

* LCS or LCSD exceeds the control limits

Glossary

These commonly used abbreviations may or may not be present in this report.

☼ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CNF Contains no Free Liquid

DL, RA, RE, IN Indicates a Dilution, Reanalysis, Re-extraction, or additional Initial metals/anion analysis of the sample

EDL Estimated Detection Limit

EPA United States Environmental Protection Agency

MDL Method Detection Limit

ML Minimum Level (Dioxin)

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RL Reporting Limit

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)
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QC Association Summary
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

GC Semi VOA

Prep Batch: 91138

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3540C360-40644-5 5-17-PCB-11-CAULK AT PARAPET CAP Total/NA

Solid 3540C360-40644-6 5-17-PCB-12-CAULK AT PARAPET CAP Total/NA

Solid 3540CLCS 360-91138/2-A Lab Control Sample Total/NA

Solid 3540CLCSD 360-91138/3-A Lab Control Sample Dup Total/NA

Solid 3540CMB 360-91138/1-A Method Blank Total/NA

Prep Batch: 91139

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Wipe 3540C360-40644-1 5-17-PCB-04-STEEL LINTEL-1ST FL. Total/NA

Wipe 3540C360-40644-2 5-17-PCB-05-STEEL LINTEL-1ST FL. Total/NA

Wipe 3540C360-40644-3 5-17-PCB-06-STEEL LINTEL-4TH FL. Total/NA

Wipe 3540C360-40644-4 5-17-PCB-07-STEEL LINTEL-4TH FL. Total/NA

Wipe 3540CLCS 360-91139/2-A Lab Control Sample Total/NA

Wipe 3540CLCSD 360-91139/3-A Lab Control Sample Dup Total/NA

Wipe 3540CMB 360-91139/1-A Method Blank Total/NA

Prep Batch: 91140

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3540C360-40644-7 5-17-PCB-13-CAULK AT PARAPET WALL Total/NA

Solid 3540CLCS 360-91140/2-A Lab Control Sample Total/NA

Solid 3540CLCSD 360-91140/3-A Lab Control Sample Dup Total/NA

Solid 3540CMB 360-91140/1-A Method Blank Total/NA

Analysis Batch: 91143

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Wipe 8082A 91139360-40644-1 5-17-PCB-04-STEEL LINTEL-1ST FL. Total/NA

Wipe 8082A 91139360-40644-2 5-17-PCB-05-STEEL LINTEL-1ST FL. Total/NA

Wipe 8082A 91139360-40644-3 5-17-PCB-06-STEEL LINTEL-4TH FL. Total/NA

Wipe 8082A 91139360-40644-4 5-17-PCB-07-STEEL LINTEL-4TH FL. Total/NA

Solid 8082A 91140360-40644-7 5-17-PCB-13-CAULK AT PARAPET WALL Total/NA

Wipe 8082A 91139LCS 360-91139/2-A Lab Control Sample Total/NA

Solid 8082A 91140LCS 360-91140/2-A Lab Control Sample Total/NA

Wipe 8082A 91139LCSD 360-91139/3-A Lab Control Sample Dup Total/NA

Solid 8082A 91140LCSD 360-91140/3-A Lab Control Sample Dup Total/NA

Wipe 8082A 91139MB 360-91139/1-A Method Blank Total/NA

Solid 8082A 91140MB 360-91140/1-A Method Blank Total/NA

Analysis Batch: 91144

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 8082A 91138360-40644-5 5-17-PCB-11-CAULK AT PARAPET CAP Total/NA

Solid 8082A 91138360-40644-6 5-17-PCB-12-CAULK AT PARAPET CAP Total/NA

Solid 8082A 91138LCS 360-91138/2-A Lab Control Sample Total/NA

Solid 8082A 91138LCSD 360-91138/3-A Lab Control Sample Dup Total/NA

Solid 8082A 91138MB 360-91138/1-A Method Blank Total/NA

General Chemistry

Analysis Batch: 91001

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid Moisture360-40644-5 5-17-PCB-11-CAULK AT PARAPET CAP Total/NA

Solid Moisture360-40644-6 5-17-PCB-12-CAULK AT PARAPET CAP Total/NA

Solid Moisture360-40644-7 5-17-PCB-13-CAULK AT PARAPET WALL Total/NA
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Surrogate Summary
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
Prep Type: Total/NAMatrix: Solid

Lab Sample ID Client Sample ID (30-150) (30-150) (30-150) (30-150)

DCB1 DCB2 TCX1 TCX2

158 X 147 94 109360-40644-5

Percent Surrogate Recovery (Acceptance Limits)

5-17-PCB-11-CAULK AT PARAPET CAP

141 152 X 88 98360-40644-6 5-17-PCB-12-CAULK AT PARAPET CAP

123 134 136 130360-40644-7 5-17-PCB-13-CAULK AT PARAPET WALL

104 112 91 102LCS 360-91138/2-A Lab Control Sample

86 95 98 96LCS 360-91140/2-A Lab Control Sample

131 136 106 116LCSD 360-91138/3-A Lab Control Sample Dup

89 101 107 102LCSD 360-91140/3-A Lab Control Sample Dup

135 140 81 98MB 360-91138/1-A Method Blank

100 102 95 93MB 360-91140/1-A Method Blank

Surrogate Legend

DCB = DCB Decachlorobiphenyl

TCX = Tetrachloro-m-xylene

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography
Prep Type: Total/NAMatrix: Wipe

Lab Sample ID Client Sample ID (30-150) (30-150) (30-150) (30-150)

DCB1 DCB2 TCX1 TCX2

91 93 98 100360-40644-1

Percent Surrogate Recovery (Acceptance Limits)

5-17-PCB-04-STEEL LINTEL-1ST FL.

73 76 83 81360-40644-2 5-17-PCB-05-STEEL LINTEL-1ST FL.

90 93 103 103360-40644-3 5-17-PCB-06-STEEL LINTEL-4TH FL.

91 89 100 95360-40644-4 5-17-PCB-07-STEEL LINTEL-4TH FL.

89 96 91 96LCS 360-91139/2-A Lab Control Sample

81 83 65 65LCSD 360-91139/3-A Lab Control Sample Dup

79 85 86 90MB 360-91139/1-A Method Blank

Surrogate Legend

DCB = DCB Decachlorobiphenyl

TCX = Tetrachloro-m-xylene
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QC Sample Results
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography

Client Sample ID: Method BlankLab Sample ID: MB 360-91138/1-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 91144 Prep Batch: 91138

RL MDL

PCB-1016 ND 100 ug/Kg 05/22/12 14:00 05/23/12 14:28 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 100 ug/Kg 05/22/12 14:00 05/23/12 14:28 1PCB-1221

ND 100 ug/Kg 05/22/12 14:00 05/23/12 14:28 1PCB-1232

ND 100 ug/Kg 05/22/12 14:00 05/23/12 14:28 1PCB-1242

ND 100 ug/Kg 05/22/12 14:00 05/23/12 14:28 1PCB-1248

ND 100 ug/Kg 05/22/12 14:00 05/23/12 14:28 1PCB-1254

ND 100 ug/Kg 05/22/12 14:00 05/23/12 14:28 1PCB-1260

ND 100 ug/Kg 05/22/12 14:00 05/23/12 14:28 1PCB-1262

ND 100 ug/Kg 05/22/12 14:00 05/23/12 14:28 1PCB-1268

DCB Decachlorobiphenyl 135 30 - 150 05/23/12 14:28 1

MB MB

Surrogate

05/22/12 14:00

Dil FacPrepared AnalyzedQualifier Limits%Recovery

140 05/22/12 14:00 05/23/12 14:28 1DCB Decachlorobiphenyl 30 - 150

81 05/22/12 14:00 05/23/12 14:28 1Tetrachloro-m-xylene 30 - 150

98 05/22/12 14:00 05/23/12 14:28 1Tetrachloro-m-xylene 30 - 150

Client Sample ID: Lab Control SampleLab Sample ID: LCS 360-91138/2-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 91144 Prep Batch: 91138

PCB-1016 500 487 ug/Kg 97 40 - 140

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

PCB-1260 500 532 ug/Kg 106 40 - 140

DCB Decachlorobiphenyl 30 - 150

Surrogate

104

LCS LCS

Qualifier Limits%Recovery

112DCB Decachlorobiphenyl 30 - 150

91Tetrachloro-m-xylene 30 - 150

102Tetrachloro-m-xylene 30 - 150

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 360-91138/3-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 91144 Prep Batch: 91138

PCB-1016 500 665 * ug/Kg 133 40 - 140 31 30

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

PCB-1260 500 640 ug/Kg 128 40 - 140 18 30

DCB Decachlorobiphenyl 30 - 150

Surrogate

131

LCSD LCSD

Qualifier Limits%Recovery

136DCB Decachlorobiphenyl 30 - 150

106Tetrachloro-m-xylene 30 - 150

116Tetrachloro-m-xylene 30 - 150
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QC Sample Results
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 360-91139/1-A

Matrix: Wipe Prep Type: Total/NA

Analysis Batch: 91143 Prep Batch: 91139

RL MDL

PCB-1016 ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 14:31 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 14:31 1PCB-1221

ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 14:31 1PCB-1232

ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 14:31 1PCB-1242

ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 14:31 1PCB-1248

ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 14:31 1PCB-1254

ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 14:31 1PCB-1260

ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 14:31 1PCB-1262

ND 1.0 ug/Wipe 05/22/12 14:00 05/23/12 14:31 1PCB-1268

DCB Decachlorobiphenyl 79 30 - 150 05/23/12 14:31 1

MB MB

Surrogate

05/22/12 14:00

Dil FacPrepared AnalyzedQualifier Limits%Recovery

85 05/22/12 14:00 05/23/12 14:31 1DCB Decachlorobiphenyl 30 - 150

86 05/22/12 14:00 05/23/12 14:31 1Tetrachloro-m-xylene 30 - 150

90 05/22/12 14:00 05/23/12 14:31 1Tetrachloro-m-xylene 30 - 150

Client Sample ID: Lab Control SampleLab Sample ID: LCS 360-91139/2-A

Matrix: Wipe Prep Type: Total/NA

Analysis Batch: 91143 Prep Batch: 91139

PCB-1016 5.00 4.65 ug/Wipe 93 40 - 140

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

PCB-1260 5.00 4.64 ug/Wipe 93 40 - 140

DCB Decachlorobiphenyl 30 - 150

Surrogate

89

LCS LCS

Qualifier Limits%Recovery

96DCB Decachlorobiphenyl 30 - 150

91Tetrachloro-m-xylene 30 - 150

96Tetrachloro-m-xylene 30 - 150

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 360-91139/3-A

Matrix: Wipe Prep Type: Total/NA

Analysis Batch: 91143 Prep Batch: 91139

PCB-1016 5.00 3.97 ug/Wipe 79 40 - 140 16 30

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

PCB-1260 5.00 4.15 ug/Wipe 83 40 - 140 11 30

DCB Decachlorobiphenyl 30 - 150

Surrogate

81

LCSD LCSD

Qualifier Limits%Recovery

83DCB Decachlorobiphenyl 30 - 150

65Tetrachloro-m-xylene 30 - 150

65Tetrachloro-m-xylene 30 - 150
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QC Sample Results
TestAmerica Job ID: 360-40644-1Client: Eagle Environmental, Inc

Project/Site: PCB Sampling

Method: 8082A - Polychlorinated Biphenyls (PCBs) by Gas Chromatography (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 360-91140/1-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 91143 Prep Batch: 91140

RL MDL

PCB-1016 ND 100 ug/Kg 05/22/12 14:00 05/23/12 17:04 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 100 ug/Kg 05/22/12 14:00 05/23/12 17:04 1PCB-1221

ND 100 ug/Kg 05/22/12 14:00 05/23/12 17:04 1PCB-1232

ND 100 ug/Kg 05/22/12 14:00 05/23/12 17:04 1PCB-1242

ND 100 ug/Kg 05/22/12 14:00 05/23/12 17:04 1PCB-1248

ND 100 ug/Kg 05/22/12 14:00 05/23/12 17:04 1PCB-1254

ND 100 ug/Kg 05/22/12 14:00 05/23/12 17:04 1PCB-1260

ND 100 ug/Kg 05/22/12 14:00 05/23/12 17:04 1PCB-1262

ND 100 ug/Kg 05/22/12 14:00 05/23/12 17:04 1PCB-1268

DCB Decachlorobiphenyl 100 30 - 150 05/23/12 17:04 1

MB MB

Surrogate

05/22/12 14:00

Dil FacPrepared AnalyzedQualifier Limits%Recovery

102 05/22/12 14:00 05/23/12 17:04 1DCB Decachlorobiphenyl 30 - 150

95 05/22/12 14:00 05/23/12 17:04 1Tetrachloro-m-xylene 30 - 150

93 05/22/12 14:00 05/23/12 17:04 1Tetrachloro-m-xylene 30 - 150

Client Sample ID: Lab Control SampleLab Sample ID: LCS 360-91140/2-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 91143 Prep Batch: 91140

PCB-1016 500 450 ug/Kg 90 40 - 140

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

PCB-1260 500 461 ug/Kg 92 40 - 140

DCB Decachlorobiphenyl 30 - 150

Surrogate

86

LCS LCS

Qualifier Limits%Recovery

95DCB Decachlorobiphenyl 30 - 150

98Tetrachloro-m-xylene 30 - 150

96Tetrachloro-m-xylene 30 - 150

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 360-91140/3-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 91143 Prep Batch: 91140

PCB-1016 500 460 ug/Kg 92 40 - 140 2 30

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

PCB-1260 500 493 ug/Kg 99 40 - 140 7 30

DCB Decachlorobiphenyl 30 - 150

Surrogate

89

LCSD LCSD

Qualifier Limits%Recovery

101DCB Decachlorobiphenyl 30 - 150

107Tetrachloro-m-xylene 30 - 150

102Tetrachloro-m-xylene 30 - 150
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Lab Chronicle
Client: Eagle Environmental, Inc TestAmerica Job ID: 360-40644-1

Project/Site: PCB Sampling

Client Sample ID: 5-17-PCB-04-STEEL LINTEL-1ST FL. Lab Sample ID: 360-40644-1
Matrix: WipeDate Collected: 05/17/12 09:15

Date Received: 05/18/12 13:05

Prep 3540C 05/22/12 14:00 TLV91139 TAL WFD

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8082A 1 91143 05/23/12 15:36 BRB TAL WFDTotal/NA

Client Sample ID: 5-17-PCB-05-STEEL LINTEL-1ST FL. Lab Sample ID: 360-40644-2
Matrix: WipeDate Collected: 05/17/12 09:40

Date Received: 05/18/12 13:05

Prep 3540C 05/22/12 14:00 TLV91139 TAL WFD

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8082A 1 91143 05/23/12 15:58 BRB TAL WFDTotal/NA

Client Sample ID: 5-17-PCB-06-STEEL LINTEL-4TH FL. Lab Sample ID: 360-40644-3
Matrix: WipeDate Collected: 05/17/12 10:00

Date Received: 05/18/12 13:05

Prep 3540C 05/22/12 14:00 TLV91139 TAL WFD

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8082A 1 91143 05/23/12 16:20 BRB TAL WFDTotal/NA

Client Sample ID: 5-17-PCB-07-STEEL LINTEL-4TH FL. Lab Sample ID: 360-40644-4
Matrix: WipeDate Collected: 05/17/12 10:30

Date Received: 05/18/12 13:05

Prep 3540C 05/22/12 14:00 TLV91139 TAL WFD

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8082A 1 91143 05/23/12 16:42 BRB TAL WFDTotal/NA

Client Sample ID: 5-17-PCB-11-CAULK AT PARAPET CAP Lab Sample ID: 360-40644-5
Matrix: SolidDate Collected: 05/17/12 10:50

Percent Solids: 100.0Date Received: 05/18/12 13:05

Prep 3540C 05/22/12 14:00 TLV91138 TAL WFD

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8082A 1 91144 05/23/12 22:14 BRB TAL WFDTotal/NA

Analysis Moisture 1 91001 05/21/12 11:38 BRB TAL WFDTotal/NA

Client Sample ID: 5-17-PCB-12-CAULK AT PARAPET CAP Lab Sample ID: 360-40644-6
Matrix: SolidDate Collected: 05/17/12 10:55

Percent Solids: 100.0Date Received: 05/18/12 13:05

Prep 3540C 05/22/12 14:00 TLV91138 TAL WFD

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8082A 1 91144 05/23/12 22:35 BRB TAL WFDTotal/NA

Analysis Moisture 1 91001 05/21/12 11:38 BRB TAL WFDTotal/NA
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Lab Chronicle
Client: Eagle Environmental, Inc TestAmerica Job ID: 360-40644-1

Project/Site: PCB Sampling

Client Sample ID: 5-17-PCB-13-CAULK AT PARAPET WALL Lab Sample ID: 360-40644-7
Matrix: SolidDate Collected: 05/17/12 11:00

Percent Solids: 100.0Date Received: 05/18/12 13:05

Prep 3540C 05/22/12 14:00 TLV91140 TAL WFD

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8082A 1 91143 05/23/12 18:09 BRB TAL WFDTotal/NA

Analysis Moisture 1 91001 05/21/12 11:38 BRB TAL WFDTotal/NA

Laboratory References:

TAL WFD = TestAmerica Westfield, Westfield Executive Park, 53 Southampton Road, Westfield, MA 01085, TEL (413)572-4000
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Certification Summary
Client: Eagle Environmental, Inc TestAmerica Job ID: 360-40644-1

Project/Site: PCB Sampling

Laboratory Authority Program EPA Region Certification ID

TestAmerica Westfield PH-0494State ProgramConnecticut 1

TestAmerica Westfield MA00014State ProgramMaine 1

TestAmerica Westfield M-MA014State ProgramMassachusetts 1

TestAmerica Westfield 2539NELACNew Hampshire 1

TestAmerica Westfield LAO00057State ProgramRhode Island 1

TestAmerica Westfield VT-10843State ProgramVermont 1

Accreditation may not be offered or required for all methods and analytes reported in this package. Please contact your project manager for the laboratory's 

current list of certified methods and analytes.
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State Accreditation Matrix

New Hampshire 

(NELAC) Mass

180.1 Turbidity, Nephelometric P P

245.1 Mercury (CVAA) NP/P NP

300 Anions, Ion Chromatography NP/P NP/P

410.4 COD NP NP

524.2 Volatile Org Comp (GC/MS)(list upon request) P P

524.2 Trihalomethane compounds P P

608 Organochlorine Pest/PCBs (list upon request) NP NP

624 Volatile Org Comp (GC/MS)(list upon request) NP NP

625 Semivolatile Org Comp (GC/MS)(list upon request) NP NP

1010 Ignitability, Pensky-Martens Closed-Cup Method SW

1103.1 E.coli ambient/source

3546 Microwave Extraction SW

5035 Closed System Purge and Trap SW

6020 Metals (ICP/MS) (list upon request) NP

10-107-06-2 Nitrogen, Total Kjeldahl NP NP

200.7 Rev 4.4 Metals (ICP)(list upon request) NP/P NP/P

200.8 Rev 5.4 Metals (ICP/MS) (list upon request) NP/P NP/P

3005A Preparation, Total Recoverable or Dissolved Metals NP/P

3010A Preparation,  Total Metals NP/P

3020A Preparation,  Total Metals NP/P

3050B Preparation,  Metals SW

3510C Liquid-Liquid Extraction (Separatory Funnel) NP

5030B Purge and Trap NP

6010C Metals (ICP)(list upon request) NP/SW

7196A Chromium, Hexavalent NP/SW

7470A Mercury (CVAA) NP

7471A Mercury (CVAA) SW

8081B Organochlorine Pesticides (GC)(list upon request) NP/SW

8082A PCBs by Gas Chromatography(list upon request) NP/SW

8260C Volatile Org Comp. (GC/MS)(list upon request) NP/SW

8270D Semivolatile Comp.(GC/MS)(list upon request) NP/SW

9012A Cyanide, Total and/or Amenable NP/SW

9030B Sulfide, Distillation (Acid Soluble and Insoluble) NP

9045C pH SW

CT ETPH Conn - Ext. Total petroleum Hydrocarbons (GC) NP/SW

Enterolert Enterococcus ambient/source

L107041C Nitrogen, Nitrate NP

L107-06-1B Nitrogen Ammonia NP NP

L204001A CN Cyanide, Total P NP/P

L210-001A Phenolics, Total Recoverable NP NP

MA-EPH Mass - Extractable Petroleum Hydrocarbons (GC) NP/SW

MAVPH Mass - Volatile Petroleum Hydrocarbons (GC) NP/SW

SM 2320B Alkalinity NP/P NP/P

SM 2340B Total Hardness (as CaCO3) by calculation NP/P NP

SM 2510B Conductivity, Specific Conductance NP/P NP/P

SM 2540C Solids, Total Dissolved (TDS) NP/P NP/P

SM 2540D Solids, Total Suspended (TSS) NP NP

SM 3500 CR D Chromium, Hexavalent NP

SM 4500 Cl F Chlorine, Residual NP

SM 4500 H+ B pH NP/P NP/P

SM 4500 NO2 B Nitrogen, Nitrite NP P

SM 4500 P E Phosphorus, Orthophosphate NP/P NP

SM 4500 P E Phosphorus, Total NP NP

SM 4500 S2 D Sulfide, Total NP

SM 5210B BOD, 5-Day NP NP

SM 5310B Organic Carbon, Total (TOC) NP/P NP

SM 9215E Heterotrophic Plate Count (SimPlate) P

SM 9222D Coliforms, Fecal (Membrane Filter) NP

SM 9223 Coliforms, Total, and E.Coli (Colilert-P/A) P

SM 9223 Coliforms, Total, and E.Coli (Enumeration) P

Not all organic compounds are accreditied under YNI

For methods with multiple compounds all compounds may not meet TNI criteria, a  listing should be obtained from the laboratory

The lab carries additional accreditations with several states. This is the  laboratories typcial listing but is subject
 to change based on the laboratories current certification standing.

Primary Accreditation

Method Name Description

NP=Non Potable P= Potable SW=Solid Waste  WI-QA-040r10      last updated   3/21/2012Page 20 of 22 5/25/2012
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Login Sample Receipt Checklist

Client: Eagle Environmental, Inc Job Number: 360-40644-1

Login Number: 40644

Question Answer Comment

Creator: Kolb, Chris M

List Source: TestAmerica Westfield

List Number: 1

N/ARadioactivity either was not measured or, if measured, is at or below 

background

N/AThe cooler's custody seal, if present, is intact.

TrueThe cooler or samples do not appear to have been compromised or 

tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the sample IDs on the containers and 

the COC.

TrueSamples are received within Holding Time.

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 

MS/MSDs

N/AVOA sample vials do not have headspace or bubble is <6mm (1/4") in 

diameter.

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

TestAmerica Westfield
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